We have heard of rolling black outs as a staple of daily life in many Asian countries. We from Nepal, a country suffering rolling blackout, present a case that we refer as "Rolling blackout oral cavity".
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Aspiration of gastric and oral content into airway is a well known complication during endotracheal intubation but aspiration of a part of equipment during the procedure is very rare. We report a case of lost bulb of laryngoscope during endotracheal intubation in a neurology patient. 
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Keywords: Endotracheal intubation, foreign body, laryngoscope bulb laryngoscope. Immediately he was intubated with help of different laryngoscope. On reexamining the previous laryngoscope, the bulb was found to be missing.
Literature that would come to our mind made us think that it must have either been ingested or aspirated. We then tried to explore the oropharynx and hypopharynx but did not find the bulb. We got the X-ray chest done including the abdomen thinking we would localize the bulb. Nothing found! Great! We thought bulb may have fallen on the floor, looked for it but did not find. We had missed the x-ray neck and after getting it done, we could find the bullet shaped bulb in the hypopharynx (Figure 1 ). We could remove it with Magill's forcep under direct visualization with laryngoscope.
This case is another example among the few existing literatures that alerts us to find instantly the cause of "rolling blackout oral cavity" and the need to verify the integrity of any equipment used in medical practice.
Importantly vital equipment like laryngoscope that is used around the airway, should be checked seriously
